GC MAINTENANCE Month Eﬁmua.m; Year ZO15

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out

He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive butions at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month __ Y3y n Year_ 2015

Weekly Monthly Semi-Annually Annually Notes:
Leak 1. Dust optical sensors 1. Check for firm/software Lubricate
check 2. Benchmark Test updates platen
3. Clean carousel positions 2. Lubricate motor heater
4. Clean platen positions assemblies assembly
5. Trim system history in TekLink
os Bench | Carouse] | Platen Trim Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual




GC MAINTENANCE Month F@bﬂgq 4 f Year 26‘ 5

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out
He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Year 2015

Month Febmcm,{

Weekly
Leak

check

Monthly

1. Dust optical sensors

2. Benchmark Test

3. Clean carousel positions
4. Clean platen positions
5. Trim system histary in TekLlink

Semi-Annuall
1. Check for firm/software

updates
2. Lubricate motor
assemblies

Annually
Lubricate
platen
heater
assembly

Notes:

0s

Bench

Carousel

Platen

Trim

Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual




GC MAINTENANCE Month March AN

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out

He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month M(‘JC‘J’\ Year ZOI"j

Weekly Monthly Semi-Annually Annually Notes:
Leak 1. Dust optical sensors 1. Check for firm/software | Lubricate

check 2. Benchmark Test updates platen
3. Clean carousel paositions 2. Lubricate motor heater
4. Clean platen positions assemblies assembly
5. Trim system history in TekLink

oS Bench | Carousel | Platen Trim Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual
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GC MAINTENANCE Month ;‘4\*0\/! vear 2.0 S

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out
He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Tekmar MAINTENANCE Month /AQQWII Year OIS

Weekly Monthly - Semi-Annually Annually Notes:
Leak 1. Dust optical sensors 1. Check for firm/software | Lubricate

check 2. Benchmark Test updates platen
3. Clean carousel positions 2. Lubricate motor heater
4. Clean platen positions _ assemblies assembly
5. Trim system history in TekLink

0s Bench | Carousel | Platen Trim Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual




GC MAINTENANCE Month IY\@/II Year 7015

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out i
He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the opticns tab in the
open window, there are three archive buttons at the bottom of the tab, click cn each button to archive the system




Tekmar MAINTENANCE

Month W"\
)

Year ’Z@ {5

Weekly
Leak
check

Monthly

1. Dust optical sensors

2. Benchmark Test

3. Clean carousel positions
4. Clean platen positions
5. Trim system history in TekLink

updates
2. Lubricate motor
assemblies

Semi-Annually
1. Check for firm/software

Annually Notes:
Lubricate
platen
heater
assembly

0S

Bench

Carousel

Platen

Trim

Update Check

Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual



GC MAINTENANCE Month ’;uM, Year 2015

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout
He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month ﬁumz, Year 2015

Weekly Monthly Semi-Annually Annually Notes:
Leak 1. Dust optical sensors 1. Check for firm/software | Lubricate
check 2. Benchmark Test updates platen

3. Clean carousel positions 2. Lubricate motor heater

4. Clean platen positions assemblies assembly

5. Trim system history in TekLink

0s Bench | Carousel | Platen Trim Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3
Static/Dynamic Headspace System User Manual




GC MAINTENANCE Month "Ilf,({ ' Year ZDI5

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving ’
2. Bake out
He Air H He Air H Castle Bake
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For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive butitons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month Julay Year Z0\5
Weekly Monthly Semi-Annually Annually Notes:
Leak 1. Dust optical sensors 1. Check for firm/software | Lubricate
- check 2. Benchmark Test updates platen
3. Clean carousel positions 2. Lubricate motor heater
4. Clean platen positions assemblies assembly

5. Trim system history in Teklink

0s

Bench

Carousel

Platen.

Trim

Update Check Motor
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*Service/Maintenance procedures for the Tekmar can be found in Chapter 7 of the Teledyne Tekmar HT3

Static/Dynamic Headspace System User Manual




